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Abstract—Conventional (Doppler-based) blood flow veloc-
ity measurement methods using ultrasound are capable of re-
solving the axial component (i.e., that aligned with the ultra-
sound propagation direction) of the blood flow velocity vector. 
However, these methods are incapable of detecting blood flow 
in the direction normal to the ultrasound beam. In addition, 
these methods require repeated pulse-echo interrogation at 
the same spatial location. A new method has been introduced 
which estimates the lateral component of blood flow within 
a single image frame using the observation that the speckle 
pattern corresponding to blood reflectors (typically red blood 
cells) stretches (i.e., is smeared) if the blood is moving in the 
same direction as the electronically-controlled transducer line 
selection in a 2-D image. The situation is analogous to the 
observed distortion of a subject photographed with a moving 
camera. The results of previous research showed a linear rela-
tionship between the stretch factor (increase in lateral speckle 
size) and blood flow velocity. However, errors exist in the es-
timation when used to measure blood flow velocity. In this 
paper, the relationship between speckle size and blood flow ve-
locity is investigated further with both simulated flow data and 
measurements from a blood flow phantom. It can be seen that: 
1) when the blood flow velocity is much greater than the scan 
velocity (spatial rate of A-line acquisition), the velocity will be 
significantly underestimated because of speckle decorrelation 
caused by quick blood movement out of the ultrasound beam; 
2) modeled flow gradients increase the average estimation er-
ror from a range between 1.4% and 4.4%, to a range between 
4.4% and 6.8%; and 3) estimation performance in a blood flow 
phantom with both flow gradients and random motion of scat-
terers increases the average estimation error to between 6.1% 
and 7.8%. Initial attempts at a multiple-scan strategy for esti-
mating flow by a least-squares model suggest the possibility of 
increased accuracy using multiple scan velocities.
I. Introduction
Ultrasound has been widely used as a diagnostic tool in the cardiovascular system. It is known that the 
distribution of the blood velocities within a vessel contains 
valuable diagnostic information. likewise, motion of heart 
tissue is dependent on the health of cardiac muscle [1]. 
For example, stroke is a type of cardiovascular disease. 
It affects the arteries leading to and within the brain. a 
stroke occurs when a blood vessel that carries oxygen and 
nutrients to the brain is either blocked by a clot or bursts. 
In the United states, stroke causes death to more than 
143 000 people a year, or about 1 of every 17 deaths. It is 
the third leading cause of death behind heart disease and 
cancer. abnormal blood flow is one of the results of stroke 
[2]. Thus, accurate measurement of blood flow velocity 
and tissue motion is useful to clinicians.
The doppler effect in ultrasound (actually a measure-
ment of phase change) is widely used in ultrasound to 
measure blood flow. Upon insonification by an ultrasound 
beam, the echoes scattered by blood carry information 
about the velocity of blood flow. It is used in most com-
mercial ultrasound machines in which the 1-d blood flow 
velocity vector projection along the axial dimension of the 
ultrasound beam is estimated. Kasai et al. developed an 
algorithm to quickly estimate the mean velocity over a 
larger spatial field of view based on an autocorrelation 
technique [3], which is now commonly referred to as color 
flow. a complementary method, referred to as spectral 
doppler, is capable of visualizing a velocity distribution at 
a single (resolution-limited) small region of interest by dis-
playing a spectral plot of the (temporal- and wall-filtered) 
flow signal [4].
However, doppler is not able to measure the veloc-
ity vector projection along the lateral dimension of the 
ultrasound beam, because there will be no doppler fre-
quency shift when the surface of the transducer is aligned 
parallel to the blood flow. some researchers have formed 
alternative estimation algorithms to solve this problem. 
For example, estimating the transit time across the ul-
trasound beam was proposed for measuring flow lateral 
to the acoustic axis. one method described by newhouse 
and reid measures the variance of the doppler signals 
returned from lateral flow [5]. The spatial quadrature 
technique was proposed to estimate lateral motion by em-
ploying a modulation in the acoustical field in the lateral 
direction [6], [7]. direction and magnitude of local blood 
speckle pattern displacement using consecutive b-mode 
images were measured by Trahey et al., to predict lateral 
flow [8]. a more complete review can be found in refer-
ences [9] and [10]. These methods require multiple scans, 
unlike the method in this paper which relies on only one 
image and estimates speckle size.
In 2001, a patent which one of the present authors (Grb) 
co-authored suggested a technique of blood flow measure-
ment which takes into account the observed stretching of 
the speckle pattern when viewed on a scanner whose line 
order was in the same direction as the moving blood [11]. 
The patent suggested a transform could be developed by 
comparing speckle size under conditions of no blood flow 
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movement, with-scan movement, and against-scan move-
ment. such a transform was not developed in the patent.
In our previous studies [12], [13], we call the spatial rate 
at which individual ultrasound a-lines are collected later-
ally across the transducer the scan velocity. The scanning 
geometry is shown in Fig. 1. D2 is the distance between 
the surface of the transducer and the vessel. both scan-
ning and blood flow have the same direction represented 
by solid arrows. D1 is the distance traveled by blood flow 
in one pulse period (both spatial and velocity scales are 
exaggerated for clarity). The second-order statistics of 
speckle in ultrasound b-scans was investigated in [14]. In 
that paper, a speckle size definition was proposed based 
on the autocovariance function (acVF) of the speckle. a 
similar metric for speckle size, namely the full-width at 
half-maximum (FWHm) of the acVF of a region-of-inter-
est (roI) in the ultrasound b-mode image, was used in 
our previous studies (Fig. 2). It can be estimated by (1), 
see above, where X is the matrix of an roI; X  is the mean 
value of X; lag is the position shift, which ranges from 0 
to the width of the roI; width is the number of pixels in 
the lateral dimension; and N is the number of pixels in-
cluded in the sum operation. as shown in Fig. 2, the roI 
is selected from the b-mode image, completely inside an 
area corresponding to the phantom blood vessel. The axi-
al center of the roI corresponds to the center of the ves-
sel, and the axial width is chosen with respect to the 
amount of flow gradient desired in the data. In Fig. 2, a 
relatively narrow (axially) roI is chosen, such that the 
flow gradient is relatively small and thus the flow velocity 
spectrum relatively narrow. In experiments where a broad-
er flow spectrum is desired (i.e., more flow gradients), a 
wider (axially) roI may be chosen.
depending on the scan sequence direction, speckle cor-
responding to moving targets or matter will either expand 
or contract in the direction of motion. comparing the ex-
panded/compressed size relative to speckle corresponding 
to stationary targets potentially allows quantitative lat-
eral flow velocity measurement.
our previous results showed that there is a linear rela-
tionship between the reciprocal of the stretch factor and 
blood flow velocity, which can be represented by
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where FWHm − acVF0 represents the speckle size of the 
non-flow condition and FWHm − acVFs represents the 
speckle size of blood flow. Estimation based on this rela-
tionship has good performance when the flow velocity is 
less than the scan velocity. However, when the flow veloc-
ity is near or greater than the scan velocity, the estimation 
error increases significantly. We hypothesize that the main 
reason for this phenomenon is speckle decorrelation [15]. 
It could result from either the increasing lag of scan veloc-
ity after flow velocity, where the blood flow is moving out 
of the ultrasound beam, or the flow gradient in the blood 
flow phantom. Furthermore, only two scanning velocities 
were used in our previous studies.
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Fig. 1. scanning geometry when the surface of transducer is parallel to 
the blood flow.
Fig. 2. region-of-interest (roI), which is the area in the dashed white 
line, is selected from every ultrasound b-mode image of the blood flow 
phantom. It has a width of 50 pixels and height of 20 pixels, correspond-
ing to 6.17 × 0.385 mm.
The purpose of this paper is to further investigate the 
relationship between speckle size and blood flow velocity 
when the blood flow velocity is close to and greater than 
the scan velocity. This analysis will be done in the lateral 
dimension only to isolate effects from axial flow. Future 
studies will address combining axial and lateral motion 
measurements into 2-d measurement, followed by motion 
estimation in all three dimensions.
II. materials and methods
both simulated and phantom blood flow data were col-
lected. data were simulated with and without lateral flow 
gradients (flow profiles). Four scan velocities were used in 
each experiment, the details of which follow.
The experimental setup for collecting blood flow data 
from the blood flow phantom is similar to the one used 
in our previous studies and is briefly described here. a 
commercial flow phantom (optimizer rmI 1425, Gam-
mex, middleton, WI), was used to simulate blood flow. 
This phantom contains a tube (5 mm inside diameter, 
1.25 mm thickness) through which blood-mimicking fluid 
is pumped. The fluid has acoustic properties similar to 
blood (speed of sound 1550 m/s, density 1.03 g/ml). The 
tube is surrounded by tissue-mimicking material (speed of 
sound 1540 m/s, attenuation 0.5 db/cm/mHz).
The V13–5 transducer (192 elements, 6.15 mHz center 
frequency) of a sonolInE antares ultrasound imaging 
system (siemens medical solutions, Ultrasound division, 
Issaquah, Wa) was used for data acquisition. The tube 
is parallel to the surface of transducer, so only lateral 
flow data were collected. The axius direct Ultrasound 
research Interface (UrI) was employed to transfer ultra-
sound data (post-beamformation but before any down-
stream processing) to a computer for further analysis.
The carotid exam mode was used to scan the flow 
phantom. The focal depth was 2 cm, the depth at which 
the tube is located in the phantom. The total imaging 
depth ranged from 3.5 to 5.5 cm (starting at 0 cm). In 
each image, 312 lines were collected. The UrI includes 
header information to allow researchers access to key pa-
rameters of the experimental setup. The frame rate can 
be found in the header information. because 312 lines 
were collected in each image, the PrF can then be calcu-
lated by multiplying the number of lines with the frame 
rate. The number of lines per centimeter was found to be 
81.0 lines/cm. The space interval ΔL between each line 
can then be calculated as the reciprocal of line density, 
which is 0.1234 mm. Thus, the scan velocity, that is, the 
rate at which new ultrasound lines are formed in space, 
can be derived as:
 Vs = ΔL × PrF.  (4)
For each PrF setting, ten b-mode images of the flow 
phantom with velocity ranging from 0 to 100 cm/s were col-
lected for study, in which the scan direction was the same 
as the blood flow. Furthermore, ten images of non-flow 
condition were collected at the same time. In each image, 
a region of interest (roI) was selected from the middle of 
the tube, with an axial length of 20 pixels (0.39 mm) and 
a lateral length of 50 pixels (6.2 mm), as shown in Fig. 2. 
This roI, which is represented as X in (1), was then used 
to calculate the mean and standard deviation of speckle 
size. The measured speckle size was used to estimate the 
flow velocity using (3) and (4).
as observed in our previous studies, the estimation er-
ror increases significantly when the flow velocity is near 
or greater than the scan velocity. We hypothesized that 
this phenomenon could result from speckle decorrelation 
caused by the flow gradient in the blood flow phantom. To 
investigate the effects of flow gradient on speckle size esti-
mation, we used the Field II simulation [16], [17] to simu-
late blood flow data with and without a flow gradient.
Two flow conditions were simulated: the first had a 
parabolic velocity distribution in the flow which produces 
a similar lateral gradient to the flow velocity in the blood 
flow phantom. The second condition had a constant flow 
velocity distribution throughout the tube, simulating plug 
flow. The parameters of the ultrasound transducer and 
blood flow phantom were set the same as the commercial 
machine used in blood flow phantom data collection (see 
Table I).
From the results of our previous studies, we also hy-
pothesized that different scan velocities will have effects 
on estimation performance. Generally, when the difference 
between scan velocity and blood flow velocity becomes 
large, the possibility of speckle decorrelation increases sig-
nificantly because the blood flow moves out of the ultra-
sound beam more quickly. Thus, four PrFs (1492, 3241, 
4862, and 6483 Hz), corresponding to four different scan 
velocities, were used in our experiment. For flow velocities 
ranging from 0 to 100 cm/s, data were collected using 
four different scan velocities. our previous studies showed 
that the estimation performance varies according to scan 
velocity. Thus, potentially there is an optimal estimation 
incorporating different scan velocities. one of the ways to 
do this is to assign weighting coefficients to the velocity 
estimations made by different scan velocities.
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TablE I. Parameters of Transducer and blood Flow 
Phantom Used in simulation. 
Transducer
 center frequency 6.15 mHz
 Element height 2.5 mm
 Element width 0.176 mm
 Kerf 25 μm
 number of elements 192
 Focal depth 20 mm
 sampling frequency 40 mHz
blood flow phantom
 speed of sound 1550 m/s
 depth of tube 20 mm
 diameter of tube 5 mm
 Flow direction Parallel to the surface of the transducer
a general least-squares method was used to model this 
optimal solution [18], which can be represented by 
 EV´ =W V  (5)
where EV represents the matrix of estimated velocities; 
each column contains different estimated results for the 
blood flow phantom ranging from 0 to 100 cm/s by a cer-
tain scan velocity. because four scan velocities were used 
in our experiment, the matrix EV contains four columns, 
thus, its dimension is 10 × 4. The vector V represents 
actual velocities set to the blood flow phantom, which is 
a 10 × 1 vector. W is the vector of weighting coefficients 
we are seeking during the least-square modeling. It is a 4 
× 1 vector where each element represents the weighting of 
estimation by each scan velocity. This least-square model 
finds the matrix W that minimizes the estimation error 
||V − EV × W ||.
III. results
The stretch effect of the speckle between a non-
flow condition and flow conditions is shown in Fig. 3. 
From the graph, it can be seen that the speckle pat-
tern of moving blood-mimicking material is stretched 
significantly compared with the non-flow condition. 
Furthermore, the stretch factor decreases as the abso-
lute difference between flow velocity and scan velocity 
increases.
The relationship between the reciprocal of stretch fac-
tor and flow velocity indicated by (2) and (3) is plotted in 
Fig. 4, Fig. 5, and Fig. 6. To investigate the effects of flow 
gradient on speckle size estimation, we started with simu-
lation data in which the flow velocity is constant over the 
whole tube. The results are shown in Fig. 4. It can be seen 
that the experimental data fit well to the theoretical lines 
when there is no velocity gradient in the flow. From Fig. 
4(a), when the flow velocity exceeds 40 cm/s, the experi-
mental reciprocal stretch factor deviates from theoretical 
values and stays between 1.3 and 1.5 for the remaining 
flow velocities.
Fig. 5 shows the relationship between stretch factor 
and simulated blood flow velocity when the simulated 
data include flow gradients. compared with the results in 
which there is no flow gradient in the tube, the deviation 
of experimental and theoretical values is more significant. 
The errors still exist when the scanning velocity is low, 
which can be seen in Fig. 5(a). moreover, in Figs. 5(b) and 
5(d), the reciprocal of stretch factors are overestimated 
compared with theoretical values when the flow velocity is 
less than the scan velocity.
results of the blood flow phantom data are shown in 
Fig. 6. compared with simulated data, the estimation er-
rors are more significant for all four scan velocities. spe-
cifically, the overestimation phenomenon is worse than re-
sults from Fig. 5. This can be seen in Fig. 6(b) when the 
flow velocity is greater than the scan velocity, and in Figs. 
6(c) and 6(d), the reciprocal of the stretch factor is always 
overestimated regardless of whether the flow velocity is 
greater or less than the scan velocity.
To see the performance of velocity estimation using 
speckle size more directly, the estimated velocities were 
plotted versus actual velocities in Fig. 7. results in three 
conditions were shown here. In each condition, the esti-
mation results with standard deviation from four differ-
ent scan velocities were plotted along with the reference 
line.
some initial results of the least-squares model are pro-
duced using the estimated results from both simulated 
data and phantom data. The weighting vector is W1 
= {0.2, −0.24, 0.2, 0.91} from the simulated data with-
out a flow gradient, and W2 = {−0.36, 0.61, 0.95, −0.26} 
from the simulated data with a flow gradient. When the 
phantom data were used, the weighting vector is W3 = 
{0.52, 0.43, −0.09, 0.26}. Using these weighting parameters, 
the multi-PrF estimation results are calculated by (5) 
and plotted in Fig. 8.
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Fig. 3. autocovariance function (acVF) of blood flow phantom (scan 
velocity = 64.8 cm/s). (a) scan velocity is greater than the blood flow 
velocity; (b) scan velocity is less than the blood flow velocity. Error bars 
show ± one standard deviation.
IV. discussion
The results in Figs. 4–6 show that there is an approxi-
mately linear relationship between the reciprocal of the 
stretch factor and flow velocity, as seen in (2) and (3). 
Generally, when there is no gradient in the flow, the exper-
imental results fit the theoretical line well. Furthermore, 
experimental results from simulated data fit the theoreti-
cal line better than the phantom data.
From Figs. 4(a), 5(a), and 6(a), it can be seen that the 
reciprocal of the stretch factors tend to remain constant 
around 1.3 to 1.5 in the simulated data and 2 to 2.5 in the 
blood flow phantom data. The reason for this phenomenon 
is that in simulated data, the speckle size of the non-
flow condition was less than one correlation lag (about 
0.7 lags by linear interpolation), which corresponds to one 
interval between every a-line. When the flow velocity is 
much faster than the scan velocity, the scatterers leave 
the interrogation beam in one frame quickly, leading to 
rapid decorrelation. However, as the speckle pattern in 
one frame becomes more random, its speckle size will stop 
decreasing (it does not become any more random) when it 
approaches a minimum value. In the simulated data, the 
minimum speckle size of blood flow is 0.5 lags, which gives 
a maximum reciprocal stretch factor of 1.4. In the data 
from the flow phantom, the speckle size of the non-flow 
condition was about 1.2 lags, and the minimum speckle 
size of flow was 0.5 lags, which gives a maximum recipro-
cal stretch factor of 2.4.
In Fig 5, when the scan velocity is 40 and 80 cm/s, 
compared with the results where the flow data do not have 
a flow gradient, the reciprocal of the stretch factor tends 
to be overestimated compared with the theoretical values 
when the flow velocity is less than the scan velocity, which 
means the speckle size is underestimated in this condition. 
This phenomenon can be explained by speckle decorrela-
tion caused by the flow gradient. a flow gradient causes 
scatterers to move relative to one another, which will 
change their phase relationship. as a result, the speckle 
pattern in the reflected ultrasound signal will decorrelate, 
which will produce a smaller speckle size compared with 
the non-flow gradient condition.
In Fig. 6, where the data are from the blood flow phan-
tom, the decorrelation effects are even more significant 
than the simulated data. one of the reasons should be 
the same as for the results from Fig. 5, because the flow 
gradient exists in the flow phantom. another reason for 
the increased decorrelation phenomenon could be inher-
ent random movement of scatterers in the flow phantom. 
during the simulation, the scatterers did not move in the 
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Fig. 4. reciprocal of stretch factor with standard deviation (without flow gradient). dashed lines are theoretical lines represented by (2) and (3). (a) 
scan velocity is 20 cm/s, (b) scan velocity is 40 cm/s, (c) scan velocity is 60 cm/s, (d) scan velocity is 80 cm/s.
axial or elevation dimensions, whereas there is expected 
to be some random motion of the scatterers within the 
phantom.
The estimated velocities versus actual simulated and 
blood flow phantom velocities are plotted in Fig. 7. When 
the scan velocity is 20 cm/s, the estimation results follow 
the theoretical line well up to about 50 cm/s flow velocity, 
then deviate from the actual value with increasing flow 
velocity. The reason is the same as for the errors of the 
stretch factor reciprocal when the scan velocity is 20 cm/s. 
When the scan velocity is 40, 60, and 80 cm/s, the estima-
tion results generally fit the reference line within the range 
of one standard deviation. To quantitatively evaluate the 
performance of estimation using different scan velocities, 
the mean value of estimation errors and standard devia-
tion compared with the reference line is calculated and 
shown in Table II.
all of the estimation error means are negative; this can 
be explained by speckle decorrelation, which decreases the 
speckle size. The largest estimation error mean and stan-
dard deviation occurs when the scan velocity is the lowest 
in simulated data with and without a flow gradient. This 
is because the scatterer pattern rapidly decorrelates when 
the flow velocity is much faster than the scan velocity. 
The overall mean value of estimation error is around 5%, 
where the maximum error is 7.8% and the minimum is 
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Fig. 5. reciprocal of stretch factor with standard deviation (with flow gradient). dashed lines are theoretical lines represented by (2) and (3). (a) 
scan velocity is 25 cm/s, (b) scan velocity is 37.4 cm/s, (c) scan velocity is 50 cm/s, (d) scan velocity is 75 cm/s.
TablE II. The mean and standard deviation of Estimation Error. 
simulated data without flow gradient
 scan velocity (cm/s) 20 40 60 80
 mean error (% of actual) 81.3 4.4 3.2 1.4
 sd of error (% of actual) 98.3 12.3 5.1 3.0
simulated data with flow gradient
 scan velocity (cm/s) 25 37.4 50 75
 mean error (% of actual) 51.8 6.8 4.4 4.9
 sd of error (% of actual) 62.8 10.4 5.6 8.4
blood flow phantom data
 scan velocity (cm/s) 20 40 60 80
 mean error (% of actual) 22.9 6.1 7.2 7.8
 sd of error (% of actual) 35.9 8.9 9.2 8.9
1.4%. separately, when there is no flow gradient, the aver-
age estimation error is between 1.4% and 4.4%. However, 
when flow gradients are present, the average estimation 
error increased to between 4.4% and 6.8%, which means 
that speckle decorrelation caused by flow gradients in-
creased the estimation error. The estimation performance 
was further degraded in the flow phantom data, where the 
average estimation error is between 6.1% and 7.8%. This 
phenomenon results from speckle decorrelation caused by 
the effects both of flow gradient and relative movement of 
scatterers in the blood flow phantom.
For the simulated data with a flow gradient, the weight-
ing vector has the largest value when the scan velocity is 
50 cm/s and lowest value (actually negative) when the scan 
velocity is 25 cm/s. This is in accordance with the estima-
tion performance, which can be seen in Fig. 7(b). However, 
the initial weighting vector for the simulated data without 
flow gradient gives lowest weighting to the estimation when 
the scan velocity is 40 cm/s and highest weighting to the 
estimation when the scan velocity is 80 cm/s. In contrast, 
the weighting vector for the blood flow phantom has the 
largest value when the scan velocity is 20 cm/s and low-
est value when the scan velocity is 60 cm/s. These results 
are mainly based on algorithm optimization, and are diffi-
cult to be intuitively associated with the estimation results 
shown in Fig. 7. a particularly interesting result is that 
some scan speeds are positively weighted whereas others 
can be negatively weighted. However, it suggests the pos-
sibility of making a more accurate estimation with multiple 
scan velocities. The mean value of multi-PrF estimation 
errors compared with the reference line is also calculated 
and shown in Table III. It can be seen that the estimation 
using multi-PrF significantly reduced the estimation error, 
which produced much more accurate estimations.
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Fig. 6. reciprocal of stretch factor with standard deviation (blood flow phantom). dashed lines are theoretical lines represented by (2) and (3). (a) 
scan velocity is 20 cm/s, (b) scan velocity is 40 cm/s, (c) scan velocity is 60 cm/s, (d) scan velocity is 80 cm/s.
TablE III. The mean of Estimation Errors of multi-PrF Estimation. 
simulation Phantom 
datawith flow gradient without flow gradient
mean error 
(% of actual)
2.9 0.4 1.5
V. conclusion
This paper investigated the relationship between speckle 
size and (simulated or blood-mimicking) flow velocity dur-
ing conventional b-mode acquisition. our previous study 
developed a linear relationship between the reciprocal of 
stretch factor and flow velocities. In this paper, the re-
sults quantified estimation performance degradation when 
speckle decorrelation occurred, whether by shear gradients 
or rate of scatterer movement out of the ultrasound beam. 
Initial attempts at a multiple-scan strategy for estimating 
flow using a least-squares model suggest the possibility of 
increased accuracy by taking into account more than one 
frame of data. Future studies will focus on the effect of 
resolution on estimation performance, different transducer 
geometries (i.e., curved), and the performance under more 
varied flow conditions (e.g., higher gradients and turbu-
lence).
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